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MIESSOURI DEPARTMENT OF HEALTH AND SENTOR SERVICES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

y INTOX EC/IR II MAINTENANCE REPORT REPORT #3
Complete this report at the time of the regular monthly Dreventive MAINCenance CRECKk ot Lo exceed 35

days}. Complete this report whenever the Instrument is serviced or repaired and whenever it is placed
into gervice, Retain the original and send & copy within 15 daye to the Breath Alcohol Brogram, DHSS.

“INTOX EC/IR 11 &H NAME OF RGERCY TATE OF INSPECTION
12696 TOWN AND COUNTRY PD 06/09/2016
LOCATICN OF INBTRUVENT (GTREET AND CITY) TINE OF INGPECTION
1011 Muniecipal Ctr. Dr. Tewn and Country 05:13 CDT

| CHECKLISZ: Placé & Mark in the DBOX by each item 1f found Lo be Satlsfactory of 15 Operating within
established limits. (Write in observed values where determined}. Unmarked items must be corrected
before using instrument.

[ TEJDIAGROSTLC RECORD |

BLANK CHECK [XJc07 CHECK
FC 1 TEMP FLOW CHECK
BRC TEMP EFCB CHECK
DET TEMP [X]CRC COMP CHECR
BT TEMP [X]<RE CRY, CRECR
STD 2 TEMP PRINT TEST
ETH CHECK

BREATH ANALYZER ACCURACY STANDARDS

on SOLITTION [X]COMPRESSED ETHANOL-GAS WMIKTURE

| %] STANDARD SUPPLIER INTOXIMETERS LOTE ~ AG430901 EXP. DATE 1./05/2016

[ |SIMULATOR TEMP (34°C $0.2°G ) SIMULATOR 8/M SIMULATOR EXP DATE

@CALIBRATION CHECK - (ONLY ONE STANDARD 18 TO BE USED FER MAINTENANCE REDORT)

Run three tests using a standard golution. All three tests must be within +5% of the standard value
and must have a spread of .00B ox 1ess. Mark the box corresponding to the standard golution being
used. {PRINTOUT ATTACHED) - S - o - -

0.10% STANDARD - MUST READ BETWEEN 0.095% BND 0.1l05% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 ™ 0.100 g/210L TEST 2 ¥ 0.100 g/210L TEST 3 » 0.100 g/210L
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGCE REPORT:

REFUSALS 0 0-.04 10 ,05-,09 0 .10-.14 3 J15-,19 3 OVER ,19 i
BTGRE THE INETAUFENT T0 OFERATE

SATIBFACTORILY AND WITHIN BSTABLISKED LIMYITS (USE OTHER SIDE IF NECESSARY).

MOORE, CHRIS
[0 TELETHONE RUNEEE
11/23/2017 {314 )é32-4697

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeagt District Office, 2875 James Blvd, Poplar Bluff, MO 63901

MO 580-2899 AN EQUAL OFFORTUNITY/APPYRMATIVE ACTION EMELOYER LEB YR
sexvicey provided on & nondigeriminatory hagis
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Airgas USA LLC {LAB)
3500 Bernard Street

St. Louis, Mo. 63103
Ph: {314} 832-3100
Fax: (314) 533-7328

Customer Nama Test Date:  7-Nov-2014
Intoximeters, Inc. :
2081 Craig Road

St Louis, Mo 63146

Lot # AG430901

Exp. Date Cyl. Type Component Cettified Concentration
5-Nov-2016 108 Ethanoi 0,100 £ 2% BrAC (272 ppm)
Nitrogen Balance

Certification Traceable to N.L.S.T. RGM Ethanol Standards:

Serial No. Concentration Serial No. Gongg 'n"’{Paiion'

391.8 ppm EB0010603 392.5; ppm .
259.8 ppm EB0010559 268.9 ppim’
EB0010265 209.0 ppm EB0010595 208.9.ppm
EB0010561 103.7 ppm EB0010862 104.9 ppm -
EB0010681 i §2.22ppm- - - EB0010579 52,94 ppm -
Analvtigg_l_h_‘!ethc//d: NDIR

Dlgltaﬁzya ned by Quality Conlrot
al

Dale: 074.11.07 12:31:58 5,00 IR
Reasen: Dry gaa standard cerliicalion of analysls M R
Losalien; Alrgas USA LLC (Lab) Analyst: i

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE 1!
CHRIS MOORE

is hereby authorized to instruct and superviss operators, 1rain instructors, inspect, calibrate, perform flold service and rapairs,
and operate the foliowing breath analyzer(s). : .

for the determination of the alcoholic content of blood from & sample of expired air. Permit issued under the provisions of sactions
577.020 thtough 577.041, RSMo and 306.111 through 306.11¢ RSMo.

DATE .. L12302005 e . —en
DIRECTOR OF BTATE PUBLIC HEALTH LABORATORY

NUMBER 280281 W

expires 12302007 e - .

IREETOR OF DEPARTWIENT OF HEALTH AND SENIOR SERVICES
LAB= (RGA0Y

0771 (E-10)




